Insert earphone depth and the occlusion effect.
Twenty individuals were tested to determine the occlusion effect caused by supraaural earphones and by insert earphones with shallow and deep insertion of its foam eartip. The bone-conduction oscillator was placed both on the forehead and the mastoid. It was concluded that using deeply inserted earphones is the most practical way in which to carry out clinical bone-conduction measurements.